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Measure Noise Without 
A Calibrated Source 


This new technique is based on a variation of the Y-factor 
method to achieve accurate noise-figure measurements 
without the need for a calibrated noise source. 


ANUAL NOISE-FIGURE measurements are often 
necessary when automated measurement systems 
are not available. One of the more popular tech- 
niques for making noise-figure measurements is the 
Y-factor method, which is accomplished with the aid of a hot/ 
cold noise source to provide two different noise power levels (for 
this article, cold will be assumed at 290K). The difference between 
the two noise power levels is the excess noise ratio (ENR), which 
is given numerically by (Ty — Tc)/Tc, where Ty; represents the hot 
temperature and T¢ is the cold temperature. Under true imped- 
ance-matched conditions, the actual available noise power would 
be equal to kTB, where k is Boltzmann’s constant (1.3806503 x 
10-3 m*kg/s*K), T is the temperature (in degrees Kelvin) or S/B 
(in Kelvin), and B is the bandwidth of the circuit under test. 

The Y-factor is the ratio of output noise power from a device 
under test (DUT) with the noise source set to hot, divided by the 
output noise power with the noise source set to cold. Using the 
Y-factor approach, the noise figure of a DUT can be calculated by 
using Eq. 1: 


Noise figure of DUT = 10log)[ENR/(Y — 1)] (1) 


where ENR is the numerical ratio of the ENR in dB, or ENR = 
10NR/10) The ENR is defined as (Ty — 290)/290. Figure 1 shows a 
typical setup for measuring the Y-factor. The resistor in the noise 
source is a fictitious component with a body temperature that can 
be changed to produce different levels of output noise power. 


Table 1: Noise figures measured for the spectrum analyzer, 


Noiseless DUT 


Noise source Y= (Noise power, hot)/ 


(Noise power, cold) 


1. This basic circuit is used to evaluate the Y-factor of a 


DUT when using a calibrated noise source. 


The resistor at the input of the DUT, Ty, represents a ficti- 
tious resistor at a temperature of Tg K that, when multiplied 
by the gain of the DUT, would produce the proper amount 
of noise at its output corresponding to its internally gener- 
ated noise. The input noise temperature is related to the noise 
figure by Eq. 2: 


Ty = 290(NFac — 1) (2) 


where NFac, the noise factor, is the numerical value of the noise 
figure—e.g., NFac = 10!(Noise Figure)/10]_ 

As shown in Fig. 1, the standard circuit for a noise figure mea- 
surement is simple and can provide an accurate measurement 
of the DUT’s noise figure if one were able to accurately measure 
the output noise power of the DUT. Since an instrument must 
be used to make the noise power measurement at the output of 
the DUT, the noise 
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measuring instrument is usu- 
ally a spectrum analyzer). 
Spectrum analyzers usually 
have a large noise figure in the 
20-to-30 dB range or, for more 
sophisticated instruments with 
an internal preamplifier, the 
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Noise source 


Source noise connected 
directly to DUT 


Spectrum 


analyzer 


with the analyzer. One impor- 
tant difference is that results 
with the new method are ob- 
tained by means of the deriva- 
tive of the Y-factor. Measure- 
ments are independent of the 


absolute value of the input ex- 


noise figure may be reduced 
to the 10-to-15 dB range. The 
typical procedure for making a 
noise-figure measurement is to first mea- 
sure the noise figure of the spectrum ana- 
lyzer by placing the noise source directly 
on the analyzer’s input port. A measure- 
ment is then made with the DUT placed 
between the noise source and the input 
to the spectrum analyzer, as shown in Fig. 
2. Once the two measurements have been 
made, the noise figure of the device is cal- 
culated from the following equations: 


Noise factor of spectrum analyzer = 
ENR/(Ysa = 1) = NEFaccaq (3) 


2. A spectrum analyzer can also be used for measuring the 
noise figure of a DUT. 


Total noise factor of the DUT plus the 
spectrum analyzer: 
NFacrorat = ENR/(Yrorat - 1) (4) 


Noise factor of the DUT = NFacyoray —- 
(NFacsq = 1)/Gpur (5) 


where Gpyr is the gain of the DUT. 

The novel noise-measurement ap- 
proach about to be described follows the 
procedure for first characterizing the noise 
figure of a spectrum analyzer, and then 
evaluating the noise of a DUT in cascade 
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cess noise level to the DUT and 
eliminate the need for a cali- 
brated noise source. 
The new method begins with the 
standard equation for the noise factor of 
a DUT, given the ENR of the noise source 
and a Y-factor measurement as detailed 
in Eq. 6: 


NFac = ENR/(Y-1) (6) 
Rearranging terms results in Eq. 7: 
Y=ENR/NFac +1 (7) 


Taking the derivative of each side with 
respect to the ENR yields Eq. 8: 


dY/dENR = 1/NFac (8) 
which leads to Eq. 9: 
NFac = 1/(dY/dENR) (9) 


What this shows is that the noise fac- 
tor of a DUT can be determined without 
knowing the absolute ENR; only the dif- 
ference in ENR, which results in a dif- 
ference of the Y-factor measurement, is 
needed. This new noise factor approach 
consists of making two Y-factor mea- 
surements at two different noise power 
levels at the input of the DUT. These 
two Y-factor values, along with the cor- 
responding source noise power values, 
provide the information needed to con- 
struct the AY and AENR values. These will 
produce the slope or dY/dENR, producing 
the noise factor result according to Eq. 9. 

The method used to vary the ENR in- 
volved using an arbitrary source of noise 
power (e.g., a high-gain amplifier) with 
its noise output level controlled by a 
step attenuator. This produces a range 
of ENR values based on the setting of the 
step attenuator. This method does not 
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3. A spectrum 
Uncalibrated 


analyzer can also be noise source 


used when measur- ! 


figure of a DUT. 


require knowledge of how much noise 
power is being generated, nor details 
about the attenuation characteristics of 
the step attenuator. The only purpose of 
the noise source/attenuator is to provide 
two different levels of noise power. This 
also means that a cable with unknown 
loss characteristics can be used to con- 
nect the noise source/attenuator to 
the DUT without impacting the noise- 
figure calculations. 

The key to this new noise measure- 
ment approach is to determine the change 
in ENR at a DUT’s input, using power 
readings from the spectrum analyzer 
translated to the input plane of the DUT. 
For example, if the spectrum analyzer 
reads —121 dBm, and the gain between the 


Effective input 


Noiseless spectrum 
analyzer 


Noiseless DUT 


noise of DUT. 


ing the change in Spectrum 
ENR of an uncali- — : analyzer 
brated noise source ree ; 

to check the noise : = ; en Effective input noise 


of spectrum analyzer, 
reflected to input of DUT 


loss 


2. The effective input noise power of 
the DUT (related to the noise figure of the 
DUT); and 

3. The effective input noise power of 
the spectrum analyzer translated to the in- 
put of the DUT (related to the noise figure 
of the spectrum analyzer). 

This can be written as: 


Pai = KB(Tyn + Tour + Tsa) (A) 


and 


Pno = KB(Ty2 + Tour + Tsa) (B) 
where P(p),; is defined as the effective in- 
put noise power into the DUT for different 
values of hot input temperature, Ty;, and 


< et input tothe DUT andtheinputtothespec- is determined from the measurements by: 
2 @ oon A trum analyzer is 15 dB, then the translated 
ee coe es noise power at the input reference planeof P(p)n; = 10[(Pag measurep — Gaingp)/10] 
—— the DUT would be -136 dBm. The noise 
4 temperature model of Fig. 3 shows how and where parameter Gaingg represents 
Ca. the internal noise power generated by the __ the small-signal gain (in dB) from the in- 
c ——_ analyzer can be translated to the input put of the DUT to the input of the spec- 
oa a reference plane of the DUT as an effective trum analyzer. 
input noise temperature. The effective in- Taking the difference of the two noise 
put noise power at the input to the DUTis —_ powers, P(p)n2 - P(p)n1, yields Eq. 10: 
a composite of three sources: 
1. The input noise power (generated by AP, =KB(Ty2- Ty) > (THe - Ti = 
the noise source); AP,,/KB (10) 
Table 2: Noise figure of the spectrum analyzer determined 
by using the difference in ENR directly from 
calibrated noise source data. 
u 
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At this point, it is necessary to solve for AENR by means of Eq. 
ll: 


ENR, = (Ty - 290)/290 
and 


ENR, = (Ty2 - 290)/290 > AENR = ENR, - ENR, = (Tyo - Ty1)/290 


and from Eq. 10, 

> AENR = AP,,/(290KB) (11) 
Parameter dY can be calculated from Eq. 12: 

Y, = 10(Pn1 - Pno)/10) 

and 

Y> = 19(Pn1 - Pn0)/10) (12) 


where P, is in dBm and Pp is the noise power measured on the 
spectrum analyzer with an input noise power to the DUT of 290 kK 
(the input of DUT terminated with a matched load at 290 K): 
>AY=Y,-Y, (13) 

To evaluate the new noise figure test method, measurements 
were made of a spectrum analyzer’s noise figure (with the pream- 


plifier turned on) using two calibrated noise sources. Using the 
standard Y-factor method for the two different ENR noise heads, 
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a noise figure of 13.34 dB was measured for the ENR head with 
15.30 dB value. For the second calibrated noise source, with an 
ENR value of 20.15 dB, the standard Y-factor method yielded a 
spectrum analyzer noise figure of 13.26 dB. Using the new meth- 
od detailed in this article yielded a noise figure of 13.17 dB for the 
two different ENR noise heads (Table 1). 

The noise figure of the spectrum analyzer was also evaluated 
by means of a method in which the difference of the two ENR 
noise heads is used with the calibrated noise source data. This 
is the new method detailed in this report, in which the difference 
in ENR is determined by taking the difference in the ENR values 
of the calibrated noise sources (Table 2). The value of the spec- 
trum analyzer’s noise figure from this approach, at 13.22 dB, was 
roughly between the values of the first measurement approach 
and the result from this new approach. Additional measurements 
were made [results available in the online version of this article 
(www.mwrf.com) as Tables 3, 4, and 5] to show the effectiveness 
of the new method using a model HP 8970A noise figure test set 
from Hewlett-Packard/Agilent Technologies (www.agilent.com), 
with results available for both the measurement equipment and 
the amplifiers under test. 

In summary, a manual noise figure test method has been pre- 
sented which eliminates the need for a calibrated noise source. 
The method is as accurate as the previous Y-factor method, while 
eliminating the expense and calibration routine associated with a 
calibrated noise source. The method allows the use of a lossy test 
cable to connect the noise source to the DUT without any need to 
account for the cable’s loss in the noise figure calculations. The 
accuracy of this method will also depend upon such parameters 
as measured gain accuracy and ambient room temperature. MWRF 
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CUSTOM DESIGNS 


Custom designs are a Waveline specialty. If you 
don't see the product or design in our catalog, we 
probably have your "special" in our design files. 

Waveline now offers a complete line of Pin Diode 
Switches, Attenuators & Phase Shifters. Waveline 
has the expertise and capabilities to integrate 
waveguide and solid-state designs for subassemblies. 
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